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Rupprecht & Patashnick Co. Inc. — Registered ISO 9001 Certified
Final test: Instrument Checkout Record

Partisol® — “HUB”, Model 2000

Final Test Record
PM — 10 Air Sampler

U.S.EPA reference designated PM-10 method (RFPS-0694-098) in accordance with 40 CFR Part 53

Serial Number 2000 ﬁ 2 O z o ? &

Line Voltage: [Z1115Vac 60Hz or [] 230Vac S0Hz

This instrument has been fully calibrated and tested by Rupprecht and Patashnick Co., Inc. in accordance with American
National Standards Institute (ANSI) Z540 for calibration. The equipment calibration is traceable to the National Institute
of Standards and Technology (NIST) in Washington D.C., USA. The manufacturing, test and calibration of this instrument
were conducted in accordance with R&P’s certified ISO9001 program for quality. This Final Test Record is a surmmary of
the instrument calibrations and contains important information critical to its performance. This record also serves as
confirmation that all the required Manufacturing and Quality Control inspections, including U.S EPA requirements in CFR
40 Parts 50, 53 and 58 pertaining to this instrurment, comply with Rupprecht & Patashnick Co. Inc.’s specifications.

Process Checks.
Assembly inspection

Plumbing leak and flow test
Latest software revision -

Evaluate burn-in data

Voltage calibrations Full calibration audit
Conforms to CE & ETL testing . Calibrate software constants " Leak test audit
Passes all fupction tests . Run required burn-in . Reset user defaults
Instrument Calibration Constant Values:
' Offset . Span
A/l 2,003 | /. oga |

AmbT:
Pres:

E e

Flow: | - Go§ F ' L [ a3 Fao

Instrument EPROM Software Version: /’ S d 3
Final Test Sign off D

All Process Cﬁcks listed above have been suc,oé’ssfullg,eﬁmpleted
Signature 1/ j@ﬁ“/ % "/ 4/ / 11’; & /w“"‘

Q.A. Approval to Ship

w} \/} ~~ /
Signature Qdf;{_ g :, Cdk *Av»uﬁm (QA or Product Leader) Date ___‘9\% a\____/ g ?/

(Final Test) ' Date (Q”/?“é‘/?

-
,/‘

C Q

MJIG/CONTROLLED/JUNE 2003 ™ 34-002520 Rev. v
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Rupprecht & Patashnick Co. Inc. - Registered ISO 9001 Certified
Final test Instrument Checkout Record

Partisol® — “HUB”, Model 2000

Finéi Test Record
PM — 10 Air Sampler

U.S.EPA reference designated PM-10 method (REPS-0694-098) in accordance with 40 CFR Part 53

Serial Number ;ﬁ(ﬁ)g O O/ 53 0 g Q &

Line Voltage: [Z/I 15Vac 60Hz or [} 230Vac 50Hz

This instrument has been fully calibrated and tested by Rupprecht and Patashnick Co., Inc. in accordance with American
National Standards Institute (ANSI) Z540 for calibration. “The equipment calibration is traceable to the National Institute
of Standards and Technology (NIST) in Washington D.C., USA. The manufacturing, test and calibration of this instrument
were conducted in accordance with R&P’s certified ISO9001 program for quality. This Final Test Record is a summary of
the instrument calibrations and contains important information critical to its performance. This record also serves as
confirmation that all the required Manufacturing and Quality Control inspections, including U.S.EPA requirements in CFR
40 Parts 50, 53 and 58 pertaining to this instrument, comply with Rupprecht & Patashnick Co. Inc.’s specifications.

Process Checks. : .
Assembly inspection Plumbing leak and flow test
Latest software revision
Conforms to CE & ETL testing
Passes all function tests

Evaluate burn-in data
Voltage calibrations Full calibration audit
Calibrate software constants " Leak test audit

Run required burn-in . Reset user defaults
Instrumeﬁt Calibration Constant Values:
' Offset Span
AT: 300 & . 2990

Ani g\\\\\ = z;f:;-z‘ '

Flow: | .00 T0 L7799

Instrument EPROM Sottware Version: / 7 5 0—3
Final Test Sign off

All Process Checks hsted ove have been s‘gec’egs/s/f?ully coﬁqpleted ]
O /J/// smal Tes -/7-0&
Signatre YL Rl /’ (Final Test) Date‘?‘

Q.A. Approval to Syhlp

u,
\

/4\ ;! ‘ N
ngnatur/e;_// i j, L 4 et QA or Product Leader) Date ) ~ | ‘6‘\(

V[JG /CONTROLLID/JUNE 2003

54-002520 Rev. Y
GisoR P _MUM\Test Formsd-002520 rev Y doc

inat Test Recora page [ of !



Rupprecht & Patashnick;Co. Inc. — Registered ISO 9001 Certified
Final test Instrument Checkout Record

Partisol”®

“HUB” Model 2000

Fﬁnéiffestllecord
PM - 10 Air Sampler

U.S.EPA reference designated PM-10 method (RFPS-0694-098) in accordance with 40 CEFR Part 53

Serial Number

Line Voltage: | ZTISV&C GOHZ

or 7} 230Vac 50Hz

This instrument has been fully calibrated and tested by Rupprecht and Patashnick Co., Inc. in accordance with American
National Standards Institute (ANSI) Z540 for calibration. The equipment calibration is traceable to the National Institute
of Standards and Technology (NIST) in Washington D.C., USA. The manufacturing, test and calibration of this instrament
were conducted in accordance with R&P’s certified ISO9001 program for quality. This Final Test Record is a summary of
the mstrument calibrations and contains important information critical to its performance. This record also serves as
confirmation that all the required Manufacturing and Quality Control inspections, including U.S.EPA requirements in CFR
40 Parts 50, 53 and 58 pertaining to this instrument, comply with Rupprecht & Patashnick Co. Inc.’s specifications.

Process Checks. . A
Assembly inspection Plumbing leak and flow test Evaluate burn-in data
Latest software revision - Voltage calibrations Full calibration audit
Conforros to CE & ETL testing Calibrate software constants Leak test audit
Passes all function tests .~ Run required bum-int . Reset user defaults
Instrument Calibration Constant Values:
' Offset Span

W/ Nl R

7.95%¢

A“;Ei\\ \\\

0 @egs
Jooa$C

Flow:| Jeoo F

 t0aFE

Instrument EPROM Sottware Version:

& ssiﬁ)ytompleted.
r ‘d

L S
L e

Final Test Sign off
All Process Cl}g:c‘(s listed above have been

Signature /J}@@%’/ f'{j f’/ e /

et B
INES

- 2
(Final Test) Date R+ T~ &~
Q.A. Approvnl to Ship ;
\ e - A
Slgnarure \\-ﬂtm’w M.:J-M pae L (QA or Product Leader) Date <&~ ) el % <,/

MIG/CONTROLLZD/JUNE 2003
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Rupprecht & Patashnick Qo. Inc. - Registered ISO 9001 Certified
Final test: Instrument Checkout Record

Partisol® — “HUB”, Model 2000

Final Test Record
PM — 10 Air Sampler

U.S.EPA reference designated PM-10 method (RFPS-0694-098) in accordance with 40 CFR Part 53

Serial Number ;9061%_ Z_Q_ii_(e_ _Q__g_._Q__;_L

Line Voltage: B7l 15Vac 60Hz or (1 230Vac 50Hz

This instrument has been fully calibrated and tested by Rupprecht and Patashnick Co., Inc. in accordance with American
National Standards Institute (ANSI) Z540 for calibration. The equipment calibration is traceable to the National Institute
of Standards and Technology (NIST) in Washington D.C., USA. The manufacturing, test and calibration of this instrument
were conducted in accordance with R&P’s certified ISO9001 program for quality. This Final Test Record is a summary of
the instrument calibrations and contains important information critical to its performance. This record also serves as
confirmation that all the required Manufacturing and Quality Control inspections, including U.S.EPA requirements m CFR
40 Parts 50, 53 and 58 pertaming to this instrument, comply with Rupprecht & Patashmick Co. Inc.’s specifications.

Process Checks. : .
Assembly inspection : Plumbing leak and flow test Evaluate bumn-in data
Latest software revision - Voltage calibrations Full calibration audit
Conforms to CE & ETL testing Calibrate software constants " Leak test audit-
Passes all function tests . Run required burn-in . Reset user defaults
_Instrurhent Calibration Constant Values:
' Offset L Span

i A
2\ S

Flow:.‘g — 0, 0/]09 /.00 88

Instrument EPROM,Sﬁare Version: /7 goj
Final Test Sign off

All Process Cheﬁm hste%gbove have been successfully completed. ' /
1o

Signature /(/(/w %//// L‘/////j (Final Test) Date - );

s

. / |
Signature Qrim,m%- ’;/%—}K \ et aees (QA or Product Leader) Date @:é’_/ﬁ 9

Q.A. Approval to Ship [‘
.j\

-~

MJG/CONTROLLED/JUNE 2003

Gso\RP_NUM\Test Forms\84-002520 rev Y.doc

34-002520 Rev. Y
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